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INSTRUCTIONS

MODEL AVX-BP-2

The AVX-BP-2 should be tested in the basic fashion shown below.  Note that either 
connector of the probe may serve as the input.  Also note that when displaying fast rise 
time waveforms the input to the probe should be shunted by a fifty ohm termination and 
the length of line between the termination and the probe input should be as short as 
possible (eg. 1 cm).
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