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INSTRUCTIONS 

MODEL FOICA-AMP 

Connect IN port of FOICA-AMP to OUT port of Model AVR- 

Set one or both AMP controls on the AVR-G3-C to near max 

Use the one turn AMP control on the FOICA-AMP to provide 
the desired amplitude to the high impedance load. 
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4) If the AMP controls on the AVR-G3-C are set near max CW, 
then the spurious out will be less than 1% of the main 
pulse amplitude for all settings of the FOICA-AMP 

control knob.
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