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—-R RACK MOUNT EIT INSTALLATION INSTRUCTIONS 

1) Remove the three small cover plates on the front panel 

by removing the & Phillios screws (see Fig. 1). 

2) Remove the 4 3/4" 6-332 Phillips screws from the front 

panel of the instrument (see Fig. 3). 

3) Install the 

apening and 

possible. 

4) Re-install the 

installing the 

oS) Fe-install the 

the instrument 

  

Avtech pulse generator in the E insert 

Slide the pulse aeneratar in as far as 

3 small cover olates to the rack panel by 

@ Philligs screws. 

4 3/4" 6-32 Phillios screws which affix 

to the front panel cover plate. 

Fig. 1 Cover plates 
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Fig. 2 Remove four 3/4" 6-32 Phillips screws
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